Real-time MR fluoroscopic data acquisition and image reconstruction.
We describe an experimental system for performing high-speed reconstruction of MR image data acquired with a GRASS sequence. System characteristics are an image acquisition time of 627 ms, continuous image reconstruction at a rate of 6 images/s, and an image reconstruction time of 120 ms. The results is a system for performing MR imaging in real time.